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Abstract
The future of dental practice is closely linked to the utilization of computer-based technology, specifically virtual 
reality, which allows the dental surgeon to simulate true life situations in patients. The virtual articulator has been 
designed for the exhaustive analysis of static and dynamic occlusion, with the purpose of substituting mechanical 
articulators and avoiding their errors. These tools will help both odontologists and dental prosthetists to provide 
the best individualized treatment for each patient.
The present review analyzes the studies published in the literature on the design, functioning and applications of 
virtual articulators. A Medline-PubMed search was made of dental journals, with the identification of 137 articles, 
of which 16 were finally selected.
The virtual articulator can simulate the specific masticatory movement of the patient. During mandibular anima-
tion, the program calculates the sites where the opposing teeth come into contact. The studies made to assess the 
reliability of the virtual articulator show good correspondence in visualization of the number and position of the 
dynamic contacts.
The virtual articulator is a precise tool for the full analysis of occlusion in a real patient.
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Introduction
The virtual articulator has been designed for the ex-
haustive analysis of static and dynamic occlusion. This 
tool incorporates virtual reality applications to the 
world of dental practice with the purpose of replacing 
mechanical articulators and thereby avoiding the errors 
and limitations of the latter (1).
In daily practice, mechanical articulators are used to 
diagnose and simulate the functional effects of maloc-
clusions and morphological alterations upon dental oc-
clusion. However, this mechanical scenario, so very 
different from the real life biological setting, poses a 
series of problems. In effect, the movements reproduced 
by the mechanical articulator follow the margins of the 
structures that conform the mechanical joint, which re-
main invariable over time, and which cannot simulate 
masticatory movements that are dependent upon the 
muscle patterns and resilience of the soft tissues and 
joint disc. Moreover, tooth mobility cannot be simulated 
by plaster models; as a result, the latter are unable to 
reproduce the real life dynamic conditions of occlusion 
(2,3). There are also other problems derived from the 
procedures and materials used for assembling the mod-
els in the articulator: precision in orienting the model, 
expansion and contraction of the plaster, deformation of 
the bite-recording material, the stability of the articula-
tor, etc. (3).
Because of these factors, dynamic reproduction of the 
excursive movements appears to be scantly reliable. In 
this sense, Tamaki et al. (4) reported that only 82% of the 
teeth reproduce the protrusive contacts, and that 90% re-
produce the laterality contacts in the mechanical articu-
lator adjusted by computed axiography. In addition, the 
mechanical articulator generates new contacts (5). 
The virtual articulator offers the possibility of signifi-
cantly reducing the limitations of mechanical articula-
tors (6), due to a series of advantages: full analysis can 
be made of static and dynamic occlusion, of the inter-
maxillary relationships, and of the joint conditions, 
thanks to dynamic visualization in three dimensions 
(3D) of the mandible, the maxilla or both, and to the 
possibility of selecting section planes allowing detailed 
observation of regions of interest such as for example 
the temporomandibular joint (3). Combined with CAD/
CAM technology, this tool offers great potential in 
planning dental implants, since it affords greater preci-
sion and a lesser duration of treatment (1).
The present review analyzes the data found in the lit-
erature on the design, functioning and applications of 
virtual articulators.

Search Strategy
An automated PubMed search was made, using the fol-
lowing key words: “virtual articulator” and “virtual oc-
clusion”. The search identified 137 articles, of which 16 

were finally selected. We only included those articles 
that referred to functioning of the virtual articulator 
in analyzing dental occlusion in a real patient real, and 
which compared the virtual articulator versus its me-
chanical counterpart with a view to assessing the valid-
ity of the former.

Patient registries for the Virtual Articulator: 
Input data
The programming and adjustment methods of the vir-
tual articulator were described by Kordass and Gärtner 
in 1999. First a digital image is obtained of the surfaces 
of each tooth, of the global dental arches, and of the 
bite registries. To this effect a three-dimensional laser 
scanner is used, such as for example the Laser Scan 3D 
(Willytec, Munich, Germany). This scanner projects 
a vertical laser beam onto the surface of the object. A 
digital camera equipped with a charge coupled device 
(CCD) registers the beam reflected from the object and 
transmits the digital signals to an electronic processing 
system. The processed image data are stored as digital 
matrix brightness values, ready for use by the scanner 
software and for on-screen visualization and computer-
ized manipulation (7).
Many systems are available for recording the mandib-
ular movement pattern. It has been demonstrated that 
mandibular movements cannot be simplified in terms 
of pure rotation around the condylar axis (8). Gärtner 
and Kordass (7), and Bisler et al. (1), used an ultrasound 
system to analyze mandibular movement: the Jaw Mo-
tion Analyser® (JMA) (Comp Zebris, Isny, Germany). 
This device consists of an ultrasound source bound to 
the labial surface of the mandible by means of a custom-
ized accessory, and a sensor system housed in another 
accessory mounted round the head of the patient in the 
form of a facial arc. The operator defines a plane by 
means of the coordinates of the two condylar points and 
an infraorbital point. The system stores the movements 
of at least three points relative to this plane. Specifical-
ly, these three points comprise the two condylar points 
and the center of the base of the accessory joined to the 
mandible. In this way it is possible to detect rotation and 
exact position with all the degrees of freedom (9). 
There are also other systems for the detection of man-
dibular movements based on other technologies, such 
as optoelectronic devices that use CCD cameras to 
register the emissions of light-emitting diodes (LEDs) 
positioned over the head of the patient and generate an 
image from these signals (10). Fang and Kuo (10), using 
this system, presented a new model for assessing man-
dibular dynamics. They designed an individualized de-
vice for each patient, fixed in the same position in both 
the plaster models and in the oral cavity. First the mod-
els were scanned, and then the patients were instructed 
to perform the three types of mandibular movement 
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(aperture / closure, protrusion / retrusion, and laterali-
zation) at least 20 times. The data obtained were in turn 
processed by mathematical models to reconstruct the 
individual dynamics of each patient for visualization 
and computer-based analysis. 

Functioning of the Virtual Articulator
The basic system of the virtual articulator generates an 
animation of the movements of the mandible based on 
the input data, and calculates the points of occlusion, 
which in turn are shown on-screen by means of some 
type of code (3).
Ideally, the virtual articulator is equipped with a device 
for registering the specific mandibular movements of a 
given patient (such as the JMA), and can integrate the 
movements recorded in the animation. 
If no device is available for registering the mandibu-
lar movements, specific movements must be defined by 
means of parameters, in a way similar to the practice 
used with mechanical articulators. Some parameters of 
interest in these cases would be the following: protru-
sion (radius of the condylar guide, maximum distance 
of condylar protrusion), retrusion (radius of the condy-
lar guide, maximum distance of retrusion), laterotru-
sion (maximum protrusion, Bennett angle, radius of the 
right and left condylar guide, right and left horizontal 
condylar slope, phase angle, lateral displacement), and 
aperture / closure slope (maximum angle of aperture). 
After defining the movement parameters, collision de-
tection is required in order to identify the movement re-
strictions. In these cases, it may be of interest to leave a 
distance corresponding to the thickness of the occlusion 
paper used in the mechanical articulators, for calculating 
the points of occlusion on the basis of this distance (3).
As an example, the software of the Dent-CAM® virtual 
articulator (Comp. KaVo, DLeutkirch) uses three main 
windows that show the same movement pattern, distin-
guishing a series of aspects: a) interpretation window: 
this shows both maxilla in dynamic occlusion and al-
lows us to obtain unusual points of view, e.g., observa-
tion from an occlusal surface of closing of the oppos-
ing tooth during mastication; b) occlusion window: this 
shows the points of contact that appear on the occlusal 
surfaces of the upper and lower teeth as a function of 
time; and c) section window: this offers different frontal 
sections along the dental arch. This tool can be used to 
analyze the degree of intercuspidation, as well as the 
height and functional angles of the cuspids. 
The latest software versions incorporate an orthodon-
tic module allowing the creation of a virtual setup. The 
program has also been equipped with the representation 
of the condylar trajectories in the sagittal and horizontal 
planes. This tool allows us to observe the inter-relation-
ship between the incisal guide and the condylar guide, 
and the effects of joint mobility upon occlusion (7).

One of the most recent new developments in the virtual 
articulators is the 3D virtual articulation system (Zebris 
company, D-Isny). This system requires the following: 
a) an input unit in the form of a 3D scanner; b) the soft-
ware for prosthesis modeling and collision detection, 
based on a virtual articulator; and c) the output mod-
ule (a rapid prototyping system). With this system, and 
in addition to mandibular movement, we can analyze 
masticatory movement – including force at the points 
of contact and the frequency of contacts in relation to 
time (11).

Validation
On comparing the DentCAM® virtual articulator with a 
mechanical articulator (Comp. KaVo, DLeutkirch), ap-
proximately the same number of contacts were obtained 
in the lateralization movements with both articulators in 
8 patients (mechanical articulator: 90; virtual articula-
tor: 92) (3). In order to assess reliability, three operators 
measured the mandibular movements twice in 8 sub-
jects. Good correspondence was found in visualization 
of the number and position of the dynamic contacts (3).
In this same line, Pröschel et al. (12) carried out a study 
of 57 asymptomatic patients in order to determine the 
occlusal errors appearing in the mechanical articula-
tors. To this effect comparisons were made with the vir-
tual articulator, yielding an error in the second molar of 
200 µm in 16% of the patients and of 300 µm in 6% of 
the subjects – this implying a low risk of error, though 
the acceptable limits in clinical practice could be ex-
ceeded.
Likewise, other studies have compared the maximum 
number of contacts between the conventional method 
and the virtual articulator – the occlusal contacts calcu-
lated from the virtual models being shown to precisely 
reproduce the contacts obtained with the mechanical 
articulator (13,14).
The virtual articulator has also been compared with the 
mechanical articulator in orthognathic surgery, to es-
tablish ideal maxillary position and for preparing sur-
gical splints. Song and Baek (15) carried out a study 
in 25 patients previously subjected to orthodontic treat-
ment and who were programmed for Le Fort 1 fracture 
in the maxilla and a sagittal osteotomy in the mandi-
ble. The authors compared the precision of the surgi-
cal model and of the splints, concluding that the virtual 
method is more precise than the conventional approach 
– though there were no significant differences between 
them. In this same line, Ghanai et al. (16), in 6 patients 
programmed for repositioning of one or both maxillas, 
compared the deviation between the two methods using 
MicroScribe G2X (Immersion Corporation, San Jose, 
CA, USA). The authors concluded that the virtual articu-
lator can precisely reproduce conventional planning and 
help inexperienced surgeons to obtain good results.
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Conclusion
The virtual articulator is a precise tool for the full analy-
sis of occlusion in a real patient, and can help the dental 
professional in establishing a diagnosis and in planning 
the best treatment option.

References
1. Bisler A, Bockholt U, Kordass B, Suchan M, Voss G. The virtual 
articulator. Int J Comput Dent. 2002;5:101-6. 
2. Böröcz Z, Dirksen D, Thomas C, Runte C, Bollmann F, von Bally 
G. Investigation of influencing variables on the computer-aided sim-
ulation of contacts in dynamic occlusion based on optically digitized 
plaster casts. Biomed Tech (Berl). 2004;49:111-6. 
3 . Kordass B, Gärtner C, Söhnel A, Bisler A, Voss G, Bockholt U, 
et al. The virtual articulator in dentistry: concept and development. 
Dent Clin North Am. 2002;46:493-506.
4. Tamaki K, Cĕlar AG, Beyrer S, Aoki H. Reproduction of excursive 
tooth contact in an articulator with computerized axiography data. J 
Prosthet Dent. 1997;78:373-8. 
5. Gsellmann B, Schmid-Schwap M, Piehslinger E, Slavicek R. 
Lengths of condylar pathways measured with computerized axiogra-
phy (CADIAX) and occlusal index in patients and volunteers. J Oral 
Rehabil. 1998;25:146-52. 
6. Hayashi T, Saitoh A, Ishioka K, Miyakawa M. A computerized 
system for analyzing occlusal relations during mandibular move-
ments. Int J Prosthodont. 1994;7:108-14. 
7. Gärtner C, Kordass B. The virtual articulator: development and 
evaluation. Int J Comput Dent. 2003;6:11-24. 
8. Ferrario VF, Sforza C, Miani A Jr, Serrao G, Tartaglia G. Open-
close movements in the human temporomandibular joint: does a pure 
rotation around the intercondylar hinge axis exist? J Oral Rehabil. 
1996;23:401-8. 
9. Enciso R, Memon A, Mah J. Three-dimensional visualization of 
the craniofacial patient: volume segmentation, data integration and 
animation. Orthod Craniofac Res. 2003;6 Suppl 1:66-71.
10. Fang JJ, Kuo TH. Modelling of mandibular movement. Comput 
Biol Med. 2008;38:1152-62. 
11. Ruge S, Kordass B. 3D-VAS--initial results from computerized 
visualization of dynamic occlusion. Int J Comput Dent. 2008;11:9-
16. 
12. Pröschel PA, Maul T, Morneburg T. Predicted incidence of excur-
sive occlusal errors in com-mon modes of articulator adjustment. Int 
J Prosthodont. 2000;13:303-10. 
13. Delong R, Ko CC, Anderson GC, Hodges JS, Douglas WH. Com-
paring maximum intercuspal contacts of virtual dental patients and 
mounted dental casts. J Prosthet Dent. 2002;88:622-30. 
14. Maruyama T, Nakamura Y, Hayashi T, Kato K. Computer-aided 
determination of occlusal contact points for dental 3-D CAD. Med 
Biol Eng Comput. 2006;44:445-50. 
15. Song KG, Baek SH. Comparison of the accuracy of the three-
dimensional virtual method and the conventional manual method for 
model surgery and intermediate wafer fabrication. Oral Surg Oral 
Med Oral Pathol Oral Radiol Endod. 2009;107:13-21. 
16. Ghanai S, Marmulla R, Wiechnik J, Mühling J, Kotrikova B. 
Computer-assisted three-dimensional surgical planning: 3D virtual 
articulator: technical note. Int J Oral Maxillofac Surg. 2010;39:75-
82. 

Acknowledgements
R&D Project, Strategic Actions and Eranets.
Project title: Development of an advanced system for the design, 
simulation and flexible manufacture of implant-supported dental 
prostheses.
Reference no.: DPI2007-66782-C03-01.

http://www.medicinaoral.com/ref/17147.htm

