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ABSTRACT

Lately, Integral-Imaging systems have shown very promising capabilities of capturing the 3D structure of micro-
scopic and macroscopic scenes. The aim of this work is to provide an optimal design for 3D-integral microscopy
with extended depth of field and enhanced lateral resolution. By placing an array of microlenses at the aperture
stop of the objective, this setup provides a set of orthographic views of the 3D sample. Adopting well known
integral imaging reconstruction algorithms it can be shown that the depth of field as well as spatial resolution
are improved with respect to conventional integral microscopy imaging. Our claims are supported on theoretical
basis and experimental images of a resolution test target, and biological samples.
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1. INTRODUCTION

In 1908 Gabriel Lippmann1 reported a new technique, named as Integral Photography (IP), to capture perspective
information of 3D scenes. The concept of plenoptic function, related to IP, was introduced in 1992 by Adelson
and Wang.2 It is a representation of the radiance of a given point as a function of its angle and position in the
space. The IP concept was applied to microscopy first by Jang and Javidi,3 aiming to display the microscopic
images. Later, Levoy et al.4 made an important contribution adapting to microscopy the concept of plenoptic
function. In the case of microscopy, the most important issue is to preserve the resolution of the conventional
microscope. Therefore, researchers are focusing their efforts in exploring new deconvolution tools, the use of 4D
interpolation, and ultimately interpolation by time multiplexing.5 In contrast, here we are reporting a fully-
optical solution that solves problems of vignetting, resolution and low amount of pixels dedicated to each of
the perspective. The key point is to place the microlens array (MLA) at the Fourier plane, in other words the
aperture stop of a microscope objective. For this reason we adapted the previous name Integral Microscopy
(iMic) to the new feature of our design, Far-field Integral Microscopy (FiMic). A proof of concept of FiMic was
firstly published in.6 Here we present a step forward in the design in terms of assembly of the microscope itself,
and in terms of the formalism that describe its behavior with different parameter setups.

2. SYSTEM DESIGN

In FiMic the MLA is placed at the aperture stop (AS) of the microscopic objective (MO), this leads to directly
capture a different elemental image (EI) at the sensor plane, behind each microlens of the array. The angular
sampling that let us capture the plenoptic field is done at the AS by the multiplexing MLA. This set-up is shown
in Fig.1. It is composed of five optical elements: one MO, two lenses RL1 and RL2, a MLA and a field-stop (FS).
Ideally, in a fully custom design, the number of elements are reduced to two. Only MO and the MLA would be
necessary. Since the AS is not accessible and the MLAs available in the market are limited, we: 1) conjugated
the AS and the MLA thanks to a afocal relay system (RL1 and RL2); 2) limited the field of view with a field
stop (FS), to obtain tangent EIs on the sensor. Being the FS placed at the focal distance from both RL1 and
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Figure 1. Schematic of Far-field integral microscope (FiMic). The reference object plane (ROP) is directly focusing on
each of the orthographic views or EIs.

RL2 distances, the optimum is obtained when the size of the FS is chosen so that the field of view in the sensor
matches the MALs pitch (p). The MLA conjugated at the AS let the FiMic design to sample angularly the
specimen. Each different angular sample provides with one EI. This sampling is done at the AS by the MLA
that divides de diameter of the AS φAS in N subapertures on both the orthogonal directions, with N being the
number of microlenses that fit in the φAS . It can be calculated as N = φAS/p

′ with p′ = pf1/f2. Consider that
placning a number N of microlenses along de diameter of the AS correspond to an actual reduction of the host
microscope effective NA (NAH host microscope) of the same amount N . This implies that the performances of
the microscope will be affected in therms of resolution and depth of field (DOF). So, let us look into detail on
how resolution and DOF are affected. The resolution of each EI is determined by the wave-optics theory and
the Nyquist sampling theorem. Considering wave-optics, one would say that two points must be separated of
ρ > Nλ/2(NAH), where NAH = φAS/2fMO is the numerical aperture of the microscope objective. Furthermore,
the Nyquist sampling theory tells us that to distinguish two points, their distance must be at least the size (δ) of
one pixel of the sensor ρ > δf2fMO/f1fL. The final resolution will be the maximum value between wave-optics
and Nyquist resolution limit

ρFiMic > max

{
N

λ

2NAH
, 2δ

f2fMO

f1fL

}
(1)

The pixel size δ, must be chosen so that these two elements are equal. To calculate the depth of field the
formulae of the DOF7 must be rearranged to our sampled numerical aperture NAH/N

DOFFiMic = λ
N2

NA2
H

+ δ
N

NA2
H

f2fMO

f1fL
(2)

If now we substitute the value of ρ in Eq. (2) the DOF obtained is

DOFFiMic =
5

4

λ

NA2
H

N2 (3)

To understand the impact of the improvement we must compare performances in terms of resolution and DOF
with the previous design, the iMic. In iMic, the MLA pitch determines those features, as the microlenses are the
corresponding elements for the pixels in FiMic configuration. Differently than FiMic, with iMic it is necessary to
compute the EIs, and referring to those, we will now show the lateral resolution and the DOF. Lateral resolution
as calculated in4 will be:

ρiMic > max

{
λ

2NAH
, 2

p

MH

}
= µ

λ

NAH
(4)

Here MH is the magnification of the MO coupled with the tube lens and µ = p/(λ/2NAH) is the ratio of the
MLA pitch and wave optic resolution limit. The DOF is

Proc. of SPIE Vol. 10666  106660Z-2

Downloaded From: https://www.spiedigitallibrary.org/conference-proceedings-of-spie on 6/24/2018 Terms of Use: https://www.spiedigitallibrary.org/terms-of-use



Figure 2. a) Central view shown of FiMic and iMic working with the same DOF. b) Central EIs of both microscopes
working with the same resolution.

DOFiMic =
λ

NA2
H

+
µp

MHNAH
=

(
1 +

µ2

2

)
λ

NA2
H

(5)

Combining both resolution and DOF formulas for FiMic Eqs.(1),(3) and iMic Eqs.(4),(5) we get

ρFiMic =
N

1µ
ρiMic (6)

and

DOFFiMic =
5N2

4 + 2µ2
DOFiMic (7)

What these equations tell us is that for any configuration of iMic there will always be a FiMic that can: 1) have
same resolution but higher DOF; 2) have same DOF but with better resolution; 3) bring to a trade-off with both
improved resolution and DOF. These better performances are obtained at the price of lower angular sampling,
that is to say, that the number of orthographic views is lower, but still sufficient for application of standard
light-field algorithms such as refocusing and depth-map estimation.

3. SYSTEM BEHAVIOUR

To prove the previous statements regarding superior performances of FiMic over iMic we have built an iMic with
6.2µm of lateral resolution and 80µm DOF. Then two experiments where developed: in the first one FiMic was
set to have 80m DOF and better resolution is shown; in the second FiMic was designed with the same resolution
of 6.2µm in this way it can be proven that DOF is greater.

3.1 Same DOF experiment

In this experiment, we chose the elements of FiMic in order to obtain the same DOF of iMic, and see how
lateral resolution is improved. The elements are: a microscope objective corrected to infinity with fMO = 10mm
and NAMO = 0.5 and φAS = 10mm; the relay system composed of RL1 with f1 = 200mm and RL2 with
f2 = 100mm; a MLA with fL = 6.5mm, p = 1.0mm, and NAMLA = 0.77 (APH-Q-P1000-R2.95 manufactured
by AMUS); the sensor is a 5-MegaPixel CMOS camera with pixel size δ = 2.2µm. Considering the magnification
power of the relay system, we can calculate N=5 as the number of microlenses that fit in the diameter of the
aperture stop of the MO. Following the Eqs. (1) and (3) the system should provide with ρFiMic = 3.4µm and
DOFFiMic = 77µm. Fig.2 shows the central view of both microscopes. To confirm the lateral resolution, as well
as to show the DOF, an USAF resolution test chart was used. We axially displaced the test from the reference
object plane (ROP) of steps of 10 µm up to Z = ±40µm. For each step an image was captured with both iMic
and FiMic systems and the resulting central views for both can be seen in Fig. 2-(a). Only positive values of Z
are shown because negative values behave equally. In Fig. 2-(a) it is possible to see the superior spatial resolution
of FiMic that reaches ρFiMic = 3.9µm, performing better than the 6.2µm reached by iMic. This improvement in
resolution can be explained by the low number N in this setup, witch reduces by the same factor the resolution
of the MO.
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Figure 3. a) Elemental images directly recorded in FIMic. b) Microimages captured with iMic, from those it is possible
compute the EIs.

3.2 Same resolution experiment

The elements used in this experiment are: a microscope objective corrected to infinity with fMO = 9mm and
NAMO = 0.4 and φAS = 7.1mm; the relay system composed of RL1 and RL2 with equal focal length of
f1 = f2 = 50mm; the same MLA and sensor of section 3.1. In this case now we have N=7.1 which leads to
a resolution of ρFiMic = 6.1µm and DOFFiMic = 240µm. Central views are shown in . 3, here the test was
displaced up to Z = ±110µm. At Z=0 m both configuration resolve up to 6.2µm that is the element 3 of group
7. The DOF is established with a decrease in resolution of a factor 1/

√
2, that is to say until element 6 of group

6. So, from Fig.2-(b) it is possible to see that the DOF of iMic extends to 80µm and for FiMic up to 220µm,
with a 2.75 times higher DOF in this case where resolution at the ROP is the same.

3.3 Orthographic views

Apart from the superior performances obtained, the important novelty of FiMic over iMic is the direct capture
of the EIs. That simplifies the work of microscopists when choosing the position of the focus and the portion
of the specimen to be within the DOF. With iMic, instead, the position of the focus needs to be guessed, and
only after the computation of the views (EIs), from the capture, it can be confirmed. If not, another iteration of
capture and computation will be needed, until reaching the desired result. In this sense it is more user-friendly
the use of FiMic, especially in cases where in-vivo specimens are observed. An example of what is seen through
both cameras is shown in Fig.3. On the left it is the specimen as seen with a FiMic, and on the right as seen
through iMic. It is easy to asses that sensor images of FiMic are what we expect to see from an imaging system,
whilst what is captured by iMic is more difficult to predict, even though after computational rearrangement of
pixels also iMic provides the desired EIs. Nevertheless, it is this less step of computational work required by
FiMic that makes it more easy to use it.

3.4 Focus plane selection, or refocusing

Once the EIs are obtained, many algorithms can be applied, one of the most interesting ones is the possibility
to change the focus after taking the shot. One simple implementation of this algorithm is the shift and sum,8

for FiMic the refocusing distance from the ROP, depends on the number n of shifted pixels and is calculated by

ZR = n
f2MO

fL

(
f2
f1

)2
δ

p
(8)

One feature that is important to underline is that differently than iMic, in FiMic all the refocused planes in the
DOF maintain the same resolution as it is possible to see in Fig.4.
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Figure 4. Refocusing capabilities of FIMic. FIMic preserve the same resolution along the entire DOF.

Figure 5. One frame of a video captured with N=3 in FiMic. a) shows the EIs. b) is a zoom of the central view with a
red arrow pointing the marine nematode.

4. EXAMPLE OF IN-VIVO APPLICATION

Here, focusing on FiMic we want to propose some captures obtained with in-vivo samples. It has been possible
thanks to the user-friendly capabilities of the system that allows to directly see the different perspectives (in this
case N=3) and easily choose the position of the sample to focus on. Fig.5 shows one frame of a video captured
with FiMic. On the left side all the perspectives are shown, and on the right a zoom in the central view to show
the marine nematode (underlined by the red arrow) swimming through algae in see water. The great resolution of
FiMic allows to see through the transparent membrane of the specimen, and internal details can be appreciated.

5. CONCLUSIONS

In this work we describe a Fourier plane integral microscope (FiMic). It is a 3D integral microscope that with a
single sensor and a single shot is capable of sampling spatially and angularly the light-field. In comparison with
the previous design, the iMic, we have proven that this setup allows improving by optic means the resolution and
the DOF, allowing in-vivo recording of live specimens. This feature is enabled thanks to its more user-friendly
direct-capture method. Finally, but not less important, this design can get really compact with a custom design,
where only two optical elements are needed, the MO and the MLA, and an imaging sensor, to capture de
information. Further work can be focused to retrieve with computational means more angular information,
keeping the improved resolution.
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